[Improvement of optic characteristics of the x-ray protective glass].
The optic characteristics of the roentgen protection glass (RPG) are shown to be capable of being improved through application of a translucent coating onto its working surface. This eliminates losses due to reflection from the RPG of a luminous flux proceeding to the examiner from the fluorescent screen of the X-ray apparatus. The proposed improvement of optic characteristics of the RPG will make it possible to cut down by 15 per cent the dose rate of ionizing radiation to which both the patient and the physician are exposed during roentgenoscopy.